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An Analytical calibration approach for the 
I Polarimetric Airborne C band Radiometer 

Ea! Pkm, Edwm!.J Fk, Membel; LEE, 

Abstruct- Passive microwave remote sensing is sensitive to 
the quantity and distribution of water in soil and vegetation. 
During summer 2000, the Microwave Geophysics Group a t  the 
University of Michigan conducted the seventh Radiobrighness 
Energy Balance Experiment (REBEX-7) over a corn canopy 
in Michigan. Long time series of brightoess temperatures, soil 
moisture and micrometeorology on the plot d e  were taken. 
This paper addresses the calibration of the NASA GSFC p't 
larimetric airborne C band microwave radiometer (ACMR) 
that participated in REBEX-7. These passive polarimeters are 
typically calibrated using an end-twnd approach based upon 
a standard artificial target or a well-known geophysical target. 
Analying the major internal functional subsystems offers a 
different perspective. The primary goal of this approach is to 
provide a transfer function that not only describes the system 
in its entire5 but also accounts for the contributions of each 
subsystem toward the final modified Stokes parameters. This 
approach does not assume that the radiometric system is linear 
as it does not take polarization isolation for granted, and it 
also serves as a realistic instrument simulator, a useful tool 
for future designs. The ACMR architecture can be partitioned 
into functional subsystems. The characteristics of each subsystem 
was extensively measured and the estimated parameters were 
imported into the overall dosed form system model. Inversion of 
the model yields a calibration for the modled  Stokes parameters 
with uncertainties of 0.2 K for the V and €I polarizations and 2.4 
K for the 3rd and 4th parameters. Application to the full Stokes 
parameters over a senescent cornfield is presented. 

Inder T e r m s  calibration, microwave radiometry, polarimetry. 

frequency satellite radiometers in orbit are the Advanced 
Microwave Scanning Radiometer (AMSR-E) with C band 
(6.9GHz) vertical and horizontal channels, and Windsat with 
C band (6.6GHz) full Stokes capability. Therefore, for surface 
soil moisture monitoring from space, C band observations 
are of interest. Conventional radiometers measure the vertical 
and horizontal polarized energy of the incident electromag- 
netic wave. Recently, radiometers with additional polarization 
capabilities (polarimeters) have been deployed on satellites 
(Windsat), aircraft (AESMIR, PSR, APMIR) and ground- 
based platforms (ACMR, TMRs3). It has been demonstrated 
that polarimetric signatures can be generated by anisotropic 
surfaces [5] .  And, using such full-Stokes instruments, a full 
description of the radiation field can be obtained and new 
geophysical retrievals may be explored- for example, the 
polarimetric retrieval of ocean vector winds [6] .  C band 
observations containing polarimetric measurements over land 
may provide information on the texture and composition of 
the targets, as polarimetric signatures due to the anisotropy of 
tilled row structures of soil have been predicted theoretically 
[5] and the third Stokes parameter has been measured over a 
periodic soil surface at X band 171. Because of the potential 
scientific relevance of polarimetric signatures for Earth remote 
sensing, the calibration of radiometers measuring the four 
modified Stokes parameters, defined under the Raleigh-Jeans 
approximation as: 

1. INTRODUCTION 

NOWLEDGE of the state of soil moisture is crucial K for near term climate prediction [I]. Passive microwave 
remote sensing provides a cost effective, all weather tool 
for observing land surface soil moisture globally at a useful 
spatial resolution over regions with low to moderate levels 
of vegetation cover [2]. The influence of absorption and 
scattering due to vegetation on the microwave signature of 
soil moisture decreases as lower fkequencies are used [3]. 
The threshold canopy moisture column density ranges between 
0.5 and 1.5kg/m2 at I9GHz, which makes the Special Sensor 
Microwavehmager (SSMI) not practical for determining soil 
moisture content, and 4kg/m2 for L band (1.4 GHz) [4]. 
Although L band is potentially the most effective frequency 
for mapping surface soil moisture on a global scale, there are 
no L band satellite radiometers currently on orbit. The lowest 
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deserves attention. T, and T, are respectively, the vertical 
and horizontal brightness temperatures, in Kelvins. T+dp 
and T-4s0 are respectively, the orthogonal linearly polarized 
measurements skewed 45', -45" with respect to normal, in 
Kelvins, T L ~  and -Trc are respectively the left hand and 
right hand circular polarized brightness, in Kelvins. E,  and 
Eh are respectively, the complex vertical and horizontal field 
amplitudes for a narrow band of frequencies about f. The 
brackets (...) denote a time-average process. And q, A, and 
kg are the wave impedance, the wavelength and Bolkmann's 
constant, respectively. 

There are basically two types of polarimeter architectures: 
polarization combining radiometers and direct correlating. 
Polarization combining radiometers measure combinations of 
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the above polarizations to synthesize the four Stokes parame- 
ters, whereas direct correlating radiometers compute the third 
and fourth Stokes parameters using analog or digital cross 
correlation circuitry. The calibration of the vertical and hori- 
zontai poiarizations is fairiy straightforward for totai power 
radiometers [8]. Evaluation of the third and fourth Stokes 
parameters is more delicate for several reasons: 

Their expected amplitudes can be one to two order 
of magnitudes smaller than those of the vertical and 
horizontal polarized signalse.g., a few Kelvins for ocean 
vector winds [6] ,  
due to the practical architectures used, contaminated po- 
larimetric outputs are to be expected. Contamination can 
stem from cross talk between channels, system leakages, 
channel unbalances, non-idealities, and receivers insta- 
bilities. This is especially true for radiometers based on 
polarization combining networks or on coherent adding 
techniques [9]. 

In order to obtain the third and fourth Stokes parameters 
with the highest absolute accuracy, several approaches have 
been adopted. They can be classified into roughly three cat- 
egories: the development of external polarimetric calibration 
devices, geophysical model-based calibration, and analytical 
methods. 

The first two calibration approaches consider the polarime- 
ter as a single unit via an end-to-end calibration. The first 
category strives at designing calibration standards regardless 
of the polarimeter's configuration: such standards [11] have 
the advantage of being able to calibrate nearly any polarimeter 
as long as a perfect mechanical setup is achieved. In the second 
category, geophysical models support the calibration process 
[IO]; one obvious limitation is the robustness and reliability 
cf the models. These two approaches are attractive as end-to- 
end calibration techniques. However, they do not necessarily 
provide any precise design feedback on the instrument's con- 
figuration, which can be extremely valuable in designing future 
instruments. In the third category, radiometer parameters are 
measured in the laboratory and an instrument simulator based 
on real performance can be created, and no assumption on 
the instrument linearity is needed. This approach can give 
engineering feedback on the instrument design, however, it 
can suffer from errors associated to laboratory measurements. 
We note that correlated noise calibration standards [12], 1131 
are an intermediate calibration tool for polarimeters and can 
be made flexible enough [15] to help in semi-end-to-end 
calibration (the antenna being not included) or to inject noise 
at each successive stage of the instrument. Still, in this latter 
case, the output of each stage needs to be known, which is 
similar to the analytical method. 
Our objective is to apply the analytical or blockwise method 
to calibrate ACMR to deliver accurate modified Stokes pa- 
rameters. This paper is arranged in the following manner. In 
Section 11, we describe the forward model used to account for 
ACMR subsystem characteristics. Section 111 describes the ex- 
perimental characterization of the system blocks, particularly 
the antenna measurements for passive polarimetry. Numerical 
issues related to inversion matters as well as a discussion of 
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System dunng REBEX-7. 
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uncertainties are considered in Section IV. Finally, REBEX-7 
results are given in the last section. 

TI. FORWARD MODEL DESCRIPTION 
A.  Sensor description 

The GSFC Airborne C band Microwave Radiometer 
(ACMR) was originally huilt ac a dual-polarized (horizontal 
and vertical) radiometer centered at 6.8 GHz, with a 200 MHz 
bandpass, see 1 It features an analog additive circuitry to 
generate the *Go linear right hand and left hand circular 
polarizations. The sensor can be decomposed into four stages: 
(1) the antenna, followed by an orthomode transducer, (2) the 
remote receiver module (RRM) including calibration switches 
and low-noise amplification and filtering, (3) the polarimetric 
combining circuit (PCC) featuring a six-position electrome- 
chanical switch as illustrated in 2, and (4) the local receiver 
module (LRM), a gain chain with a square law detector diode. 
The LRM output is digitized by an analog/digital converter 
(ADC) and results are stored in a computer. This ADC 
subsystem is not examined in this paper. We note that the 
link between the detector and the computer is stable. 

B. Forward model of blockwise calibration 
I) Blockwise calibration concept: As described above, the 

AChfR architecture can be partitioned in several functional 
subsystems. Theoretically, if each subsystem is extensively 
measured and the estimated parameters are imported into an 
overcall transfer function describing the cascade architecture, 
a calibration may be obtained from a forward model based on 
actual system characteristics, as opposed to a classic end-to- 
end calibration based upon a standard target. 



tions from antenna radiation theory in order to llnk the input 
unguided fields to the output voltages at the OM7 ports [I 71. 
Suppose a &pole is fed by a 1A current, the field at a general 
receiving antenna is. 
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Fig. 3. Overall calibration approach 

2) Choice of terminology: The input to the instnunent can 
be formulated as brightness temperatures, or as electromag- 
netic fields. The instrument output consists of six voltages 
corresponding to the six detected polarizations. Each subsys- 
tem has a specific role in transforming the incoming wave, and 
special attention was given to the transfer function formulation 
in order to minimize numerical inversion noise and problems 
inherent to overdetennined matrices as later mentioned in 
section IV. 

Let us consider a quasi-monochromatic wave incident on 
the antenna. A transition occurs through the antenna, trans- 
forming an unguided wave into a voltage at the V and H 
ports. We define an antenna transfer function transforming 
an unguided wave into voltages at the antenna ports, and 
transfer functions describing the Remote Receiver Module and 
Polarimetric Circuit behaviors. These three quantities can be 
derived &om laboratory measurements that yield, respectively, 
antenna patterns, S-parameters for the RRh4 and S-parameters 
for the Polarimetric Circuit. 

Since the PCC has a smgle output describing the amplitude 
ofthe combined signal for left, right, 145" and -45" polar- 
ization, and of the modified vertical and horizontal polariza- 
tion, there are no phase imbalance or magnitude imbalance 
issues in any downstream elements of the instrument-;.e., 
the downstream configuration is equivalent to that of a single 
receiver. Only the gain, receiver self noise and input mismatch 
of the combined { LRM + ADC } are needed. These latter 
parameters are included in the end to end characterization 
of the ACMR, as we read directly the digitized detected 
amplified low voltage on the computer interface screen. The 
authors assumed that delays and attenuation of the signal were 
independent of the polarization. Using this approach, as shown 
in 3, we can derive a polarimetric transfer function as a com- 
bination of the signals' behaviors through the entire system, 
and therefore an end-to-end calibration for each polarization, 
assumed that the gain and the noise equivafent brightness 
temperature T,,, of the { LRM + ADC } combination is 
polarization-independent. The calibration of these latter two 
subsystems was obtained via a classic calibration as described 
in [SI. 

3) Forward model derivation: First, we considered the 
system { antenna+OMT+ two orthogonal polarizations in free 
space } as a four-port network [ 161. However, this approach 
seems uncertain u-hen we deal with unguided waves at the 
input. Therefore, we instead chose to use fundamental defini- 

(3) 

where ,f is the vector length of the dipole. 
By reciprocity, the voltage output at the receiving antenna is: 

(4) 

Where & is the impinging field on the antenna, and ;(8,4) 
the effective length of the receiving antenna, equivalent to 
the pattern of that antenna in either receiving or transmitting 
mode. This effective length is the same as in the well known 
expression of the transmitted field of a general antenna: 

. -  

Hence, for any scene emitting a fieid 2' = EtliLa -C I?;C6, 
we can derive the relation between the voltage output of any 
antenna with the impinging electromagnetic field. For any 
scene emitting a field decomposed along the elevation and 
azimuth directions, the expected voltage outputs of the antenna 
are, respectively, for the V port and the H port: 

with: 
hF(8 ,o )  corresponds to the ACMR pattern when the 
antenna is transmitting a vertically polarized wave and 
the Standard Feed Horn is receiving via its V port, 
h:(O,b) corresponds to the ACMR pattern when the 
antenna is transmitting a vertically polarized wave and 
the Standard Feed Horn is receiving via its H port, 
h f ( 8 , Q j  corresponds to the ACMR pattern when the 
antenna is transmitting an horizontally polarized wave 
and the Standard Feed Horn is receiving via its V port, 
and hF(8.6) corresponds to the ACMR pattern when 
the antenna is transmitting an horizontally polarized wave 
and the Standard Feed Horn is receiving via its H port. 

(6) accounts for the antenna non-idealities: phase delay at 
the antenna ports, mode leakage inside of the antenna, and 
gain imbalance between the two ports. In (6), we can see that 
imperfect polarization isolation is also considered. 

First, as a first order approximation supported by measure- 
ment results described in section 111, we will treat the observed 
scene as homogeneous, and the antenna sidelobe and backlobe 
contributions as negligible compared to the main lobe one 
of the antenna, due to the high main beam efficiency feature 
of the antenna. Moreover, for the purposes of REBEX-7, the 
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actual cornfield target is large and homogeneous enough for 
the approximation error to be negligible. ( 2 )  can be simplified 
using boresight values. yielding the following antenna transfer 

Second, let us consider the transfer functions associated with 
the RRM and PC following the antenna. We are interested 
in deriving the transfer function of cascaded networks from 
vector network analyzer(VNA) measurements. We choose the 
following notation: a, and b, are the incoming and outcoming 
power waves as in classic microwave network theory. For the 
four port network RRM, the input V port, input H port, output 
V port and output H port are respectively designated ports 1, 
2, 3 and 4. Concerning the PCC, for each port excitation, and 
each switch position, a two-port network model is adopted. 
Through superposition, [Sal, [ s b ] ,  [Sc], [&I, ISe], and [Sf] 
are the scattering matrices for a vertical excitation and for the 
switch positioned at port 1, 2, 3, 4, 5 and 6,  respectively. 
[SA], [SB],  [SC], [SO], [SEI, and [SF] correspond to the 
same switch positions for a horizontal excitation. According 
to the laboratory experimental results shown in section 111, 
three levels of approximation can be adopted depending on the 
desired level of calibration accuracy. We can derive for each 
model, and each separate excitation port the resulting transfer 
function via signal flow graphs of the combined RRM and 
PCC. This symbolic approach, because of its analytical form, 
has the advantage of providing insight about the strengths and 
weaknesses of the instrument and therefore can serve as a 
simulator tool for future instrument designs. The second order 
approximation appears to be a good trade-off between com- 
plexity and accuracy for the ACMR case. Using superposition. 
the output of the PCC is the combination of the vertical and 
horizontal excitations at the input ports of the RRM: 

Inserting previous results into (8), we can write that: 

b: = A3Ev + B ~ E H  (9) 

Let us use complex expressions: 

(10) 
A3 = \A31 eJa3 { 3 3  = /B31 e303 

Also, let us use the decomposition of the fields as a combina- 
tion of their magnitudes and frequency variations: 

(11) 
Ev = E,  COS(^^) 

EH = Eh cos(wt - 6) 

G23, As, and 3 3  are time independent, because they describe 
parts of the system that are thermally stabilized. Using linea- 
rity of &e time averaging operator, and letting C = X2/ (ksq) .  
we can derive the expression of the output voltage for a noise 
free system: 

The real system is equivalent to the noise free system described 
above, receiving the emission from the scene as well as the 
noise from the receiver itself. The equivalent receiver noise 
temperature translates into offsets that are added to each 
channel. The overall description of ACMR linking the output 
voltages to the modified Stokes vector of the scene under 
observation is: 

where c denotes a row by row multiplication. We will refer 
to this closed form expression as the polarimetric transfer 
function, which is similar in concept to the Jones matrix [ 181. 
Most of the parameters in i5are known via the subsystem 
characterization. Tivo sets of parameters remain to be deter- 
mined. The gains G2i,+3...8 and the offsets offseti,,=3..8 

introduced by the receiver internal noise. By using a traditional 
end-to-end calibration with any un-polarized target at a known 
temperature, and by doing a term-by-term identification, the 
authors determined the last unknown parameters. This explicit 
determination of unknowns is valuable at this point, otherwise 
the system may be over-determined. 

111. EXPERIMENTAL CHARACTERIZATION 

A. Critical antenna measurement for polarimeters 

The radiative properties of an antenna are fully characterized 
by its radiation pattern, radiation efficiency, and polarization 
state. Conventional antenna measurements usually include 

Suppose the signal is being amplified by a gain G23, then 
square law detected, and the user has access to an average of 
that number, hence: 

(Z10Ut3)  = (IGz3b:l2) 

E- and H-plane, cross and co-polarization patterns. For po- 
larimetric radiometry, knowledge of phase imbalances and 
polarization purity is critical for later corrections. 

I )  Antenna measurement set up and protocol: The dual 
linearly polarized ACMR antenna is a C band circular cor- 
rugated horn antenna with a plano-convex lens over the horn 
aperture combined with the associated orthomode transducer 

(230Ut3)  = (/Gz3I2 IEvI2 IEH~' + (OMT). The antenna was designed and built by Microwave 
Engineering Corporation, North Andover, Massachusetts. It 

( I2 )  

that is: 

28e(lA3j lEl,/ I & /  l E ~ l  @(a3-33T6) }) (13) 
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Fig. 4. Differential phase between the antenna vertical and horizontal porn. 
The antenna is loohng in the upward vertical direction. The obsemer is 
situated in any position in space and sees the differential phase between the 
antenna ports as given by the length of the radius. A perfect antenna would 
yield a perfect sphere of redius 180°. 

is centered at 6.925GHz, and features a HPBW of 12" and 
measured ohmic efficiency of 96% . 

Definitions used for co-polarization and cross-polarization 
conform to Ludwig's third definition [19]. The test configu- 
ration is a transmit-receive system consisting of an oscillator 
and the test ACMR antenna as the transmitting antenna at 
the end of GSFC's tapered range anechoic chamber, rotating 
its head around its boresight (0 to 180°, in 2" increments), 
and rotating in azimuth around the test stand axis (-180 to 
B O " ,  in 1" increments). When set up for measurements, 
the ACMR antenna could only transmit either vertical or 
only horizontal polarization. The receive antenna, a Standard 
Feed Horn antenna, could receive both vertical and horizontal 
polarizations at the same time, and was connected to a phase 
coherent receiver. The two antennas are separated by a distance 
sufficient to insure that each antenna is in the far field of the 
other. Data was obtained for vertical and horizontal excitations 
separately and for three frequencies: 6.75GHz, 6.925GHz and 
7.1GHz. 

2) Results: There is a differential phase introduced by 
the ACMR antenna between V and H output ports for the 
vertical or horizontal input polarization at several frequencies 
over the radiometer passband. If the antenna were perfect, 
the differential phase would be 180°, since the boresight-axis 
offset distance between the output ports is half a wavelength. 
4 illustrates the antenna phase non-ideality. The plot is equiv- 
alent to having the antenna positioned in coordinates (0, 0, 0) ,  
and having the antenna under test simultaneously transmitting 
V and H polarizations in phase. "V Rx" means the observers 
look at the feed horn V port in the co-pol and cross-pol plane 
[19]. Hence, the read phase difference is introduced by the 
ACMR as a perfect sphere of radius 180' and does not appear 
on the plots. 

Additionally, the input VSWR at the OMT ports was 15dB 
and the VSWR variability as a function of distance to black 
body calibration target was negligible. The isolation between 
the ports was greater than 50dB. 

Fig. 5. Magnitude of RRM cmss talk between the vertical and the horizontal 
channels. For measurement purposes, the RRM was treated as a two port 
network. The four rows correspond to the four combinations of input and 
output ports. Port 1 and Port 2 are, respectively, the output and input port of the 
RRM. The columns correspond to the four measured scattering coeffi cients. 
The horizontal axis represent the frequency component 

a: ' b? ' a ? '  
I- :, ___h 

's 
..................... 

a2 ' 
................. r, . 

Flg 6 Equivalent signal f i w  chan for the combined RRM and PCC s y s t m  
Rektlons lookmg mto the ports are represented by r. Note the path a l ' a '  
represents the signal leakage menhoned m the text 

B. Vector Network Analyzer measurement of RRM and PCC 

The RRM was tested with a HP85lO VNA between 6 and 
8 GHz in the following way. First. we considered the two 
port network consisting of the input V port and the output 
V port, second the two port network consisting of the input 
H port and the output H port. We also checked the isolation 
between the two input ports, and between the hvo output ports. 
Finally, we measured the forward cross talk between the two 
channels. We note there is a non-negligible signal leakage ( 
tens of dB over the passband) from the vertical channel into the 
horizontal channel occumng in the RRM, see5. The blockwise 
calibration approach not only handles this, but identifies the 
RRM as the culprit. On the signal level, the signal flow graph 
used to describe the RRM+PCC subsystem is presented in 6. 

C. Local Receiver Module/ADC 

The only measurement performed on the LRM was the 
measurement of the input VSWR, denoted rI in the previous 
section. During the measurements, the RF port is being square 
law detected therefore not terminated, and the first component 
seen by the VNA is an isolator. These facts account for the 
input VSWR of 0.35. 

D. End to end system characterization 

Since the signal goes through different paths depending 
on the switch position, the authors performed an end to end 
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calibration of the radiometer for each one of the six switch po- 
sitions. The antenna viewed an un-polarized absorber target at 
ambient temperature (27°C) and at liquid nitrogen temperature 
(77K). The output voltages corresponding to the six different 
switch posrbons and 30 second integration time were recorded. 
To ensure stable target temperatures, only integrations having 
a standard deviation on the order of lo-* were used. Using 
linear interpolation, we obtain for each switch position, the 
equivalent independent radiometer gains and receiver noise 
temperatures. On average, the equivalent noise temperature is 
266.5K for a standard deviation of 4.3K, e.g. 1.6%. This is 
consistent with the low-noise amplifier (that is upstream of the 
PCC and its switch) dominating the noise figure. Therefore, as 
a first-order approximation, we can consider that the equivalent 
noise temperature is the same for all switch positions. 

iV. NUMERICAL ISSUES 
A.  Error ana[%& 

We showed how the polarimeter forward model describes 
the actual operation of the polarimeter. Because the forward 
model is based on actual laboratory measurements, any un- 
certainty on measurement parameters will affect the final 
result, regardless of the operation mode of the polarimeter. For 
instance, if the integration time of the ACMR is modified. the 
radiometer sensitivity will change, but uncertainties coming 
from the inversion of the laboratory-based transfer function 
will still remain the same. 
Let us determine the errors associated with the analytical 
approach. [21] recommends that all uncertainties be expressed 
in a standardized way. According to classical error analysis 
definitions [20]: (15) is the measurement equation, the state 
vector to be retrieved is the four modified Stokes parameters. 
To gain a better understanding of the uncertainties in the 
estimation of the state vector, we can categorize the errors 
according to their origin: 

Jones' matrix is based on laboratory measurements that 
are inherently subject to experimental errors. These for- 
ward modelparameter e m r s  are given by the measuring 
instrument manufacturers and the measurement set up. 
Retrieval e m r ,  e.g. error in the retrieval due to the 
total output voltage measurement error, corresponds for 
instance to a rounding error in the case of ACMR. 
Since the transfer funtion is based on the true physics of 
the ACh4R system, there is no forward modelling e m r .  
In particular, we check that the bias, e.g. error that would 
result from a simulated retrieval using a simulated error- 
free measurement of the a priori state computed with the 
forward model is zero indeed. 

Concerning the characterization of the observing system, there 
is no sensitivity of the retrieval to the true state, since the sys- 
tem had been specifically designed for geophysical brightness 
temperature input ranges. 

Once we have define the different sources of uncertain- 
ties, we can also classify them in two categories: random 
or systematic. An example of systematic error is the phase 
imbalance between ACMR channels. The total uncertainty of 
the estimated Stokes parameters can be obtained with the law 

of propagation uncertainty. This law consists in combining 
the individual standard uncertainties arising from random and 
systematic error evaluations. 

Applying the procedure shows that at worst the analytical 
Calibration approach applied to the ACMR yieids an uncer- 
tainty of 0.2K for the retrieval of the estimated values of 
( T ,  and (Th. Concerning the retrieval of the third and fourth 
modified Stokes parameters, applying a calibration based on 
laboratory measurements guarantees an uncertainty of less 
than 2.4K. These errors are relatively small due to the quality 
of modem test equipment (for example, our VNA had a phase 
sensitivity of 0.02deg). We can expect these uncertainties to 
decrease as testing equipement performances improve. 

B. Potential of transfer function as an instrument simulator 
The polarimetric transfer function describing the actual op- 

eration of the intrument constitutes a valuable engineering tool. 
First, this function can serve as a performance assessment tool 
at the overall level. Inspection of the numerical components 
of the transfer matrix shows for instance: 

the vertical output voltage is well protected from any 
leakages. Contributions to this channel from other com- 
ponents are down to -3OdB. 
the overall system design is acceptable. Although the 
transfer matrix yields an overdetermined system, the 
system is easily inversible as shown by its rank of 4 
and its conditioning number of 5, which is relatively 
close to 1. The use of standard commercial software 
inversion algorithm proved to be enough without the need 
of regularization tools. 

Additionally, the polarimetric transfer Fmction 15 can be used 
as a simulator for future instruments that would be based on 
the original ACMR design. One possible futiiie invesfigation 
would be to simulate the correction of the leakage of the 
vertical-polarized signal into the horizontal channel, or the 
correction of the antenna phase imbalances, then observe the 
consequences of the conditionning of the matrix, and therefore 
see if these corrections permit a smoother inversion, and 
consequently more reliable estimates of the modified Stokes 
parameters. From the opposite viewpoint, the simulator can 
also be used as a worst-case scenario evaluation tool by 
answering questions such as: how much gain or phase im- 
balances make the system unusable? Which functional block 
is the most critical in terms of polarization isolation? Answers 
to these questions would provide specifications for analog non- 
idealities, and guarantee retrievable data if these minimum 
requirements are met. 

V. APPLICATION TO REBEX-7 

A .  Background and measurements 

Wet soils have large permittivities and surface fields can dis- 
play large special variations. Thermal emissions of soils with 
rough surfaces depend on the surface roughness, soil moisture, 
soil type and physical temperature. However, the presence of a 
canopy complicates the retrieval of moisture in the underlying 
soil because the canopy scatters and contains moisture of its 
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Fig. 9. Sen-t polarimetric signal ai C band on October, 10,2OOO a! nwn. 
The left column displays the vertical and horizontal brightness temperatures. 
The corresponding third and fourth Stokes parameters are displayed on the 
right column. Brightness temperature Variarions are shown as a function of 
the azimuth angle 6 along the horizontal axis and as function on the incidence 
angle 6 along the vertical direction. 

Fig. 7 

h g .  8 

Truck Momled Radiometer sys tw  m corn fi eld riming REBEX-7 

Row wnfi p h o n  of CQRI~ eld during experiment The rows are 
oriented along the North-South direction. 

own. Then, the microwave emission from the surface depends 
on the soil moisture, surface temperature, surface roughness 
and attenuation through the vegetation canopy overlying the 
surface. In order to increase the understanding of the sensi- 
tivity of microwave emission to soil moisture and vegetation 
biomass, the Radiobrightness and Energy Balance Experiment 
7 was held in Michigan in October 2000 over a cornfield, 
see 7 and 8. The main objective was the monitoring of soil 
and vegetation processes using multisensors and multitempoml 
observations. Other sensors include radiometers at L band, 
19GHz and 37GHz, as well as a standard micrometeorological 
station. End to end calibration used the sky and a box absorber 
at ambient temperature. Ground samples of soil and vegetation 
were also collected. 

B. Results 

(1 5) was used to retrieve the full modified Stokes parameters 
over a cornfield. Previous work show that at L band fiequen- 
cies, both polarizations of brightness are isotropic during most 
of the growing season of corn [22]. As the canopy becomes 

senescent, the brightness evolves as a strong function of row 
direction [23]. At senescence, the leaves loose their water, 
and are transparent at L band. A preliminary interpretation of 
the data shows that the brightness temperature is a function 
of the row direction at C band too, as illustrated in 9. Near 
nadir, the vertical and horizontal brightness temperatures are 
a!most equal, and the third and fourth Stokes parameters close 
to zero, therefore the cornfield behaves like a back body from 
the standpoint of the polarimeter. At higher incidence angles, 
the polarimeter senses the structure of the cornfield and the 
vertical and horizontal polarized signals differ. Accordingly, 
the third and fourth modified Stokes parameters take non-zero 
values. More in-depth further studies should take into account 
the vegetation temperature variation, and other available me- 
teoroiogicai data. 

VI. CONCLUSION 

A robust blockwise calibration based on well-controlled 
laboratory experimental characterization was used to calibrate 
the ACMR. The authors partitioned the system into functional 
blocks, that could be easily characterized. The estimated 
parameters were exported into a polarimetric transfer function 
describing the instrument,including hardware imperfections. 
Uncertainties in calibration parameter values and therefore 
uncertainties of the final calibration were due mainly to 
noise in the measurement, yielding 0.2 K uncertainty for the 
V and H polarizations and 2.4 K uncertainty for the 3rd 
and 4th modified Stokes parameters. As testing equipement 
performance improves, uncertainties inherent to the analytical 
calibration are expected to decrease and be less that 2K for the 
third and fourth parameters. Emphasis was given concerning 
one of the most useful characteristics of the approach, that 
quantitative parameters can be obtained fiom the polarimetric 
transfer function, when it is used as a simulator. Based on 
this calibration, the first polarimetric brightness observations 
at C band over senescent corn are presented. A polarimetric 
signal that depends on the azimuth angle appears to exist. 
A combined analysis with L band data should allow the 
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separation of soil and vegetation contribution in the bright- [22] S. S. Sobjaerg, Iri. SkoyTolarimetric signatures ftom a crop covered 
ness temperature signal. These results are important to better 

thermal emission of soils. 

land surface measured by an L-band polarimetric radiometer,” Geo- 
science and Remote Sensing Symposium, 2003. IGARSS ’03. Proceed- 

[23] B. K. Hornhuckle, A. \V. England. R. D. DeRoo et ai. ’Veeetaiion 

understand the effects of complex canopies on the microwave ing. 2003 IEEE Inmod,  vel. 4, pp.2626 - 2628, 21-25 July 2003. 
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